
(AliSOTECH 
I Wednesday, April18, 2012 14:57:391 

Delta Plus 
Dual Inlet 

Carbon Results 
Z:\MS\S\data\dual inlet\13C\2012\Aprii\120418\S-73664_235491.caf 

Identifier 1 Identifier 2 Comment Preparation Method 

235491 HW06 a(1330) 04/15/2012 3v_co2.met 

Additional Information 
lnfomation Gas Configuration 

Peak Center found at [1993] Gas C02 

Background: 0.68 mV, 1.11 mV, 1.41 mV Magnet [Steps] 10446 

Pressure Adjustment: Left: 2999.3 Right: 3002.9 ( Manual P Cups 3,4,5 

Masses 44.0,45.0,46.0 

Ref. Name: d 13C/12C vs. d 180/160 vs. 
WKS-2-3 -43.760 VPDB -21.530 VPDB 
0 

H aw uata 
lnt.44 I nt.44 rR rR rd rd d d d 13C/12C d 
SamplE Standar 45C02/44C 46C02/44CC 45C02/44 46C02/4LI 45C02/44CC 46C02/44CC [per mil] 180/160 

[per mil] [per mil] [per mil] vs. [per mil] vs. vs. VPDB [per mil] 
[mV] [mV] vs. vs. VPDB VPDB vs. VPDB 

WKS-2-3 WKS-2-3 

Pn 3012.56 

1 3005.2 3010.32 1.1524626 1.3957696 9.812 20.337 -32.135 -1.705 -34.423 -1.631 

2 3003.0 3007.36 1.1524457 1.3958826 9.807 20.453 -32.140 -1 .591 -34.432 -1.517 

3 3000.6 3005.02 1.1524358 1.3958467 9.789 20.469 -32.157 -1 .576 -34.451 -1.502 

4 2997.2 3001.81 1.1524599 1.3958374 9.827 20.438 -32.121 -1.606 -34.411 -1.532 

5 2995.3 2999.88 1.1524325 1.3958368 9.813 20.406 -32.134 -1.637 -34.424 -1.563 

6 2992.7 2997.89 1.1524459 1.3959281 9.815 20.486 -32.132 -1.559 -34.425 -1.485 

Evaluated Data 

Mean Std.Dev. ST. Error Atom% Outlier 

d 45C02/44C02 [per mil] vs. VPDB -32.135 0.003 0.002 2 

d 46C02/44C02 [per mil] vs. VPDB -1.603 0.026 0.013 2 

d 13C/12C [per mil] vs. VPDB -34.426 0.004 0.002 2 

d 180/160 [per mil] vs. VPDB -1.528 0.026 0.013 1.068001 2 

d 170/160 vs. 10.496 0.014 0.007 0.205979 2 
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